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ABSTRACT
The inclusion of optoelectronic displays has enabled optical correlators to improve
radically and maintain the competitive edge of optical processors among informa-
tion processing fields. In this work, an optical correlator has been implemented by
using two VGA liquid crystal displays as spatial light modulators, both at the input
and Fourier planes. These devices have been removed from a commercial videopro-
jector and have been characterized in order to operate in different configurations.
This characterization is based on an interferometric procedure which includes am-
plitude and phase modulation measurements. For a phase -only modulation we have
compared the use of linearly and elliptically polarized light. In this latter case we
have found an operating curve with phase -only modulation which takes values from
0 to it radians. This is a limitation when a pure phase filter is required as in data
security and encryption, in wavelet -based systems, and in optical pattern recog-
nition, among others. An application in this latter field is presented in our work
as a solution to overcome this limited phase depth. We propose a modification of
the classical phase -only filter based on the use of the absolute value of the phase.
Experimental correlation results using the optical setup and the modified filter have
been obtained.
Keywords: Pattern recognition, optical correlation, spatial light modulators, li-
quid crystal displays, phase modulation.
1. INTRODUCTION
Nowadays, the presence of liquid crystal displays (LCD) as spatial light modulators
(SLM) [1] has become the usual way to display images and control the setup in opti-
cal information processing systems [2 -4]. Although high frame rate modulators are
available in the market today, a possible way to obtain LCD panels is by removing
them from relatively low cost commercial videoprojectors [5,6]. These devices are
designed for imaging purposes so they present high resolution although operate at
video frame rate. Despite several correlators having been designed to work at high
frame rate [7], there are some applications that require higher resolution. For in-
stance, adaptive systems based on the joint transform correlation are less critical in
terms of video rate but require more pixels to display both scenes. High resolution
modulators are also required in broad -area search problems [8].
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Generally, amplitude and phase LCD modulation are coupled, in the sense that
both amplitude and phase of light on its way through the panel are modified [9].
A relevant configuration with amplitude and phase modulation is the high contrast
mode which is often used. However, it is possible to find some operation conditions
in which one of them remains mainly constant as the other one changes considerably.
These are called amplitude -mostly configuration and phase -mostly configuration
[10]. Using a phase- mostly configuration with high LCD constant transmittance
maximizes the light efficiency of the optical arrangement, because light absorption
is minimum. This operating mode is needed to display phase -only filters as for
instance in data security and encryption [11]. It is then necessary to calibrate the
device performance, both as a transmittance or amplitude modulator or as a phase
modulator [12,13]. An easy phase calibration method, based on the fringe analysis
of a Mach - Zehnder interferometer, is presented. An amplitude characterization
that profits part of the same setup is also explained. Other procedures that extract
the phase measurements from optical diffraction information have been developed
[14,15].
Two VGA LCDs removed from a commercially available Epson videoprojector
(EMP -3000) have been characterized in order to be used in an optical correla-
tor for pattern recognition purposes. The optical setup is based on a converging
VanderLugt correlator with one LCD at the input plane working in a high contrast
mode and another one in a phase -mostly configuration at the Fourier plane.
By using linearly polarized light we have obtained a good high contrast operating
curve but we have not been able to find a suitable phase -mostly configuration.
Nevertheless, with elliptically polarized light an only phase modulation mode has
been achieved, although the phase just reaches 7r radians.
In order to display a phase -only filter on partial phase modulation devices, we
demonstrate that successful correlations can be obtained by taking the absolute
value of the phase.
The paper is organized as follows: in Section 2 we describe the optical correlator.
In Section 3 we describe a method for characterizing liquid cristal displays and its
application to study the response of the two panels used. In Section 4 we suggest a
way to overcome the phase limitations of these devices, whereas in Section 5, optical
results are carried out. Finally, the conclusions can be found in Section 6.
2. OPTOELECTRONIC SETUP
The converging VanderLugt correlator is a modification of the classical 4f architec-
ture [16]. The main problem that presents the 4f correlator is the need of large
distances to work in the optical bench with the suitable elements and the appropri-
ate scale. The optical set up of the converging correlator is sketched in Figure 1,
[17].
This correlator is based on the coupling of two diffractometers with converging
lenses. With this architecture the required distances are shorter than for the 4f
system. It is still possible to further reduce the distances using diverging lenses [18-
20]. This architecture has another advantage in that it allows the modification of the
scale of the Fourier transforms without changing neither the lenses nor the distances
between them. This versatility simplifies the fitting between the optical transform
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Figure 1. Converging VanderLugt correlator
and the filter. The matching has to be done accurately because the correlation
results are extremely sensitive to misaligments [21]. Our optical correlator has
been implemented with telephoto systems reducing the overall distance from the
expander to the correlation plane to about one meter.
According to Figure 1 it is possible to describe how the converging correlator works.
The system is illuminated with a monochromatic light of wavelength A expanded
from point source O. The scene, denoted by the two- dimensional function g(x, y), is
placed after the first converging lens at an arbitrary distance. The Fourier transform
of the scene, G(u, y), multiplied by a quadratic phase, appears centered at the point
O', image point of O through the first lens. In this position, or Fourier plane, it
is where the filter, F* (u, y), is placed and where the product of the two functions,
G(u, v)F* (u, v), is optically obtained. The second lens forms the image of the scene
at a plane passing through P', image point of point P. The Fourier transform of
the product appears at this plane, thus producing the correlation between the two
functions g(x,y) and f (x, y). This plane is called the correlation plane.
In order to study the scales involved in the correlator it is possible to do a math-
ematical analysis of the system [20,22]. In a first order approximation, a spherical
lens with a focal length f' can be thought of as a a system which introduces a
phase factor zi)(x, y; -F') = x2+y2). If the scene is denoted by g(x,y), the
amplitude distribution at the Fourier plane is:
A(x',y') =
`v *(a,Q;Fi) 11(a- x,ß -y;L2) g(x,y) W(x- x',y- y';Li) da dß dx dy
(1)
where Q is a constant and (a, (3) are the coordinates of the plane where the first
lens is placed. Integrating with respect to a and ß and, after a little of algebra,
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equation 1 reduces to:
0(x',1/';L3) f W(x,y;L2 +L3 LI_F9 +L2) g(x,y) e -i2a 3(xx' +vy') dx dy (2)
If 10(x, y; L2 + L3 L1-LA-FL 2) = 1, then A(x', y') will be the Fourier transform of
g(x,y), except for the unimportant constant factor Q. This condition is fullfilled
when the plane (x',y') is placed at the position O', image point of O:
then:
/' L22 1 1 1
1Y(x,y;L2+L3 Li-F7+L2 ) - 1 ¡ = + -
f 1 11 12 +13
A(x',y) = Q 4'(x',y',L3) G(u,v) where u = L ' and v= L
(3)
(4)
In an analogous way, we derive the amplitude distribution at the correlation plane
(x
C(x",y") = L4 L5
.A(x',y') F*(x',y') 41(x'-a',y'-0';L4) W*(a',ß';Fz)
O(a'-x">ß'-y";L5) da' d/3' dx' dy' (5)
where F *(x',y') represents the filter. In order to reduce the latter expression to a
Fourier transform the following condition has to be met:
1 1 1
f2 15 +13+14
(6)
i.e. the correlation plane is found at the image plane of the scene through the second
lens, F12. Finally, the amplitude distribution is:
C(x",y") _ Q 1(x",y";15 L5 ) J G(L3x',L3y') F*(x',y')L4+L5-F2
.
-LgLS
I
(x,x"+y'y")
/ /e L4+L5-F2 dx' dy (7)
which is, aside of non -detectable phase factors, the Fourier transform of the product
of the two functions. This transform produces the correlation between the scene,
g(x,y), and the image reference, f (x, y).
The LCDs used in this work have been removed from an Epson EMP -3000 video
-
projector. Each videoprojector has three LCDs, one for each RGB channel. In the
correlator we use only two of them, one at the input plane and the other one at the
Fourier plane. These devices have 640x480 pixels and their pixel pitch is 42x42 pm.
Figure 2 presents an scheme of the LCD pixel structure.
The own videoprojector electronics addresses the two LCDs by means of a VGA
card that stores a 24 -bit image of 640x480 pixels. This image can be split in three
different 8 -bit images, one for each RGB channel. We have chosen the blue and red
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Figure 2. Schematic drawing of the LCD structure.
panels because they present an equivalent design, consequence of the geometry in
the original equipment. The green panel is functionaly different, so it is rejected.
Therefore, the information corresponding to the scene is sent through the blue
channel while the red one is used for the filter. Despite of the two images have 256
grey levels, the videoprojector electronics only takes into account the first five bits
of each byte. The reduction to 32 grey levels is not significant in terms of correlation
performance as reported [23].
3. CHARACTERIZATION OF LIQUID CRYSTAL DISPLAYS
The characterization of the LCDs mainly consists of the obtention of their oper-
ating curves, which give information on the way in which these devices modulate
light depending on the grey level assigned to each pixel [13,15,24,25]. The light can
be modulated in amplitude, in phase or in both simultaneously [10]. This complex
transmittance depends on the polarization state of light and on the addressing vol-
tage applied to each pixel. When placing an LCD between two polarizers (polarizer
and analyzer) different configurations of the device, that give rise to the different
operating curves, depend on the position of the polarizers as well as on the poten-
tiometer control positions (bright, contrast and color) of the videoprojector. When
a single videoprojector is used to address two LCDs the aforementioned controls
have to be set in a compromise position and the final operating curve adjustement
has to be carried out by rotating the polarizers. The whole characterization process
includes both the amplitude and the phase modulation measurements.
3.1. Experimental setup
The experimental setup used to measure the phase modulation of the LCD is based
on a Mach - Zehnder interferometer, as shown in Figure 3. The collimated He -Ne
laser beam is splitted by the first beamsplitter (BSI.). A CCD camera registers
the interference fringes of the two plane -waves when the beam joins again. The
phase variation produced when a LCD is placed in one arm of the interferometer is
translated onto a fringe displacement on the interference plane [26]. The A/2 plate
in the other arm compensates the light polarization changes as it traverses the panel,
so maximum contrast interference fringes are obtained. Both the videoprojector and
the camera are connected to a computer, where it is possible to change the input
SLM image and to analyze the output fringe pattern. The possible grey level values
in the computer are comprised between 0 and 255. The LCD modulation depends
9 American Workshop on Optoelectronic Information Proces ing /
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on the orientation of the two polarizers, the position of the potentiometer controls
available on the videoprojector and, basically, on the PC input image grey level
(gl). When all these variables but the last one remain constant, it is interesting to
study the phase and amplitude modulation of the light traversing the device as the
input grey level changes, in order to determine the modulation of the LCD when a
grey -level image is displayed on it. The method consists on the measurement of the
relative phase shift between several pairs of grey levels displayed on the panel: half
of the screen always remains with a constant grey level value, g1 =0, which acts as a
reference (phase modulation zero), and different values are displayed on the other
half.
OUTPUT
i
INPUT
X12
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Figure 3. Mach - Zehnder interferometer for phase measurement
3.2. Phase measurement method
A typical fringe pattern is shown in Figure 4, where we can see two cosinusoidal
interference fringes out of phase, the left one (1) corresponding to the reference level
(g1 =0) and the right one (r) to a grey level of 64. The pixels of the LCD are also vis-
ible. The whole digitized picture has 512 rows and columns, as indicated. Because
the interference fringes are aligned in the x or horizontal direction, it is possible to
represent their vertical profiles by the 1- dimensional mathematical expressions that
follow:
t
It(y) = al(y) + bi(y)cos[27ryIP+ 0t(y)]
lr(y) = ar(y) + br(y)cos[27ry/P + (/)r(y)] (y=O...N-1) (8)
y is a discrete variable taking N different values, where N is the number of rows
(N = 512). P is the period of the fringes, which is related to their frequency by
f = NIP, while ai(y) (i = 1, r) stand for possible background nonuniformities and
bi(y) are related to the local contrast of the patterns. Equations 8 work for each
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column and should be approximately equal for all of them. In order to reduce the
nonuniformities and with the final idea of having an average measurement, we have
determined the mean value of the digitized intensity for each row, considering the
central 128 columns (comprised between the two vertical white lines depicted in
Figure 4) for both the left and the right fringes. The corresponding distributions
are shown in Figure 41 and 4r. The phase shift to determine is given by:
cl) = (y) - (y) = 27r0 /P (9)
where A represents the right -left fringe displacement. One possibility is to apply
Fourier Transform fringe -pattern analysis methods [27], so (br(y) and O (y) can be
determined separately and then the phase shift can be obtained by performing
the subtraction, as indicated in equation 9. Due to the specific characteristics of
the present work measurements, it is only necessary to know the phase difference.
Consequently, it is easier to calculate the relative fringe displacement and the fringe
period and compute 0 = 27r0 /P.
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Figure 4. Fringe pattern
3.2.1. Fringe displacement measurement
A simple method to determine the fringe displacement is to perform the one -
dimensional correlation product between the two fringe patterns, which can be
expressed as:
k=N-1
CH (y1) = Ir Oh= E Ir (k)Il (k - yl )
k=0
(10)
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It gives a measure of the similarity of the two functions as one of them is dis-
placed over the other. The position of the correlation maximum corresponds to the
maximum overlapping conditions and, in the case of fringe correlation, it directly
provides the fringe displacement.
The correlation product of Equation 10, normalized to its maximum value (100), is
depicted in Figure 5. The exact determination of the position of the maximum is
difficult, because of the noisy ripple present in the signal, which is primarily due to
the LCD pixel structure visible in the fringe patterns (Figure 4).
100-
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40-
20-
0 111111111111,11111
-512 -384 -256 -128 0 128 256 384 512
Row Displacement
Figure 5. Correlation between the signals in Figures 41 and 4r
In order to obtain a smoother function, the intensity interference distributions of
Figure 4(1) and 4(r) are approximated to a cosines function. We use a Fourier
transform technique in which a low -pass filtering is applied to the Fourier transform
of one of the signals and, by doing an inverse Fourier transformation, a recovered
smoother signal is obtained. Figure 6 shows the amplitude of the Fourier transform
of the function in Figure 4(1). The thicker line is the result of applying a low -pass
filtering with a cut -off frequency a little above the maximum. The two secondary
frequencies, of about 66 and 83 (period of 8 and 6, respectively) correspond to
the LCD pixels, to be filtered. The recovered smoother signal for the left fringe
distribution is plotted in Figure 7.
The correlation product of the left and right smoothed signals is shown in Figure
8. The maximum location process is easier and gives more accurate results. The
correlation function of two infinite sequences having the same period is periodic
itself, so a series of equally spaced maxima should appear. When the input signals
are finite, as the one plotted in Figure 7, their correlation product has a tendency
to decrease as it approaches the edges of the functions, because less non -zero points
contribute to the summation of Equation 10. This introduces an error in the ma-
ximum position determination. So the graph in Figure 8 has several maxima with
a decreasing amplitude as they are faraway from the origin, besides they are not
exactly separated one period. In order to reduce measurement errors, an average
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Figure 6. Fourier Transform of the Figure 4a function before (thinner line) and
after a low pass filtering (thicker line)
value of several peaks has been considered. If the position of each peak (dpeak) is
expressed as an integer number (npeak) of periods (P) plus a remainder (Rpeak):
dpeak = npeakP + Rpeak
then, the right -left fringe displacement can be calculated as:
A = M E Rpeakpeak
(12)
where M is the number of averaged peaks (if all of them are considered, M =2N/P).
The result for the signals presented in Figure 4 is A =29.5 pixels.
3.2.2. Period measurement
The period of the fringes can be determined either from the left or right cosinusoidal
distributions or from their correlation product. We have chosen the latter, which
directly gives an average measure. The Fourier transform of the signal has to be
computed and the frequency that gives a maximum value determined. By the
relationship between N and P (P = NIA ), an accuracy error E f in the frequency
calculation is translated onto a period error, Ep :
Ep =
OP
ef Ef
P2
= ÑEf' (13)
where all the errors are taken positive.
As a consequence of the Fast Fourier Transform routine employed for the calcula-
tions [28], the resolution error e f is the ratio between N and the number of points of
the signal to be transformed. As the correlation product has 2N information terms,
 ri  rkshop on t electronic I f r 79
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dpeak — Upeak  “h Rpeak (H)
t e , the right-left fringe displace ent can be calculated as:
^ Rpeak (1^)
here  is t e nu ber of averaged peaks (if all of them are considered, M = 2N/P). 
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Figure 8. The correlation product between the cosinusoidal adjusted signals
e f = 0.5, which would give fp = 16 pixels for a period P = 64. In order to reduce
this error, it is possible to add non -data zeros to the Fourier transformation process
so the total number of points increases, thus providing better resolution. We have
considered that e f = 1/64 is an acceptable value for our calculations. In Figure 9,
a Fourier transform comparison between the left and right fringe distributions and
their correlation product is done. Note that while the left and right signals have
a 0.25 frequency resolution (3N zero points were added to the original signal), the
correlation signal looks continuous, as the number of points is high. The period
obtained from the Fourier Transform correlation function is P = 61.94 pixels, so
the final fringe shift is: = 2-P2 = 0.957r radians = 171°
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Figure 9. Fourier transform of the correlation product and the single signals
3.3. Amplitude modulation method
With the method described above, it is possible to determine the change in the
light phase as it goes through the LCD. A related intensity light variation is always
present. For a complete device calibration, it is then necessary to know its transmit-
tance performance, usually called amplitude light modulation. The transmittance
characteristics of the device are measured taking adavantage of the same setup as
for the phase evaluation, in order to have identical experimental conditions (Figure
10). Note that only the right and upper path is used. An intensity detector, such
as a luxmeter, which gives a linear output with respect to the intensity of the light,
is placed first before the LCD and then after it. The whole working performance
of the liquid crystal display involves both polarizers, so the second one has to be
removed from its original position and placed between the LCD and the luxmeter.
The transmittance of the device is the ratio between the intensity of the light before
going through the panel and after it. The image displayed on the SLM is uniform,
all the pixels having the same input grey level value. The measure is repeated
for each of the possible input values, so the dependence of the transmittance with
the grey level is determined. The amplitude modulation is simply given by the
transmittance square root.
3.4. Operating curves
The amplitude and phase characteristics for a specific polarizers and potentiometers
configuration can be jointly displayed on a complex plane curve, where each point
stands for a single grey level, from gl =0 to g1 =255. The modulus of a vector from
the origin of coordinates to the considered point gives the amplitude modulation
and the angle within the real -positive axis is the phase shift. The measure has
been repeated for 32 evenly spaced grey -level values and the rest of them have been
obtained by linear interpolation.
The choice of the operating curves for each LCD has to be taken into account to
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Figure 10. Experimental arrangement for the amplitude modulation measurement.
The dashed path is not in use
optimize the results in the correlator [29,30]. The most common configurations used
to display images on the LCDs are:
High Contrast (HC): In this configuration the LCD contrast ratio should be as
high as possible, although there may be a significant phase modulation. The
contrast is defined as C = Tmax /Tmin, where T stands for the transmittance.
Amplitude Mostly (AM): In this case the LCD has to modulate light only in
amplitude and the phase variation should be zero. In fact there is always
a small phase modulation [10]. With this configuration the contrast ratio is
usually much lower than with the HC one.
Phase Mostly(PM): Unlike the AM configuration, with this operating curve the
light should be modulated only in phase but actually there is always a small
variation in amplitude.
For correlation purposes, an HC configuration is required to display the input scene
due to its good performance in contrast. The operating curve for the second LCD
should be chosen according to the filter. In our case we want to display a phase -only
filter (POE) [31], therefore we have to find a PM mode.
3.5. Operating curves with linearly polarized light
In Figures 11 and 12 we show two interesting LCD configuration results obtained
with linearly polarized light both at the input and output sides of the panel. The
orientations of the first polarizer and the analyzer (polarizer placed after the LCD)
are indicated in degrees relative to laboratory vertical, positive if the polarizer turns
clockwise in the direction of light propagation and negative if it turns counterclock-
wise.
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The first curve (Figure 11) corresponds to a HC mode, in which the device trans-
mittance (amplitude square) increases with the grey level, reaching a normalized
maximum value of 1 for g1 =255. The contrast achieved with this configuration is
about 125:1.
The second one (Figure 12) is the best PM operating curve we have obtained. It
is not advisable to use this configuration to display a phase -only filter for several
reasons:
1. The phase modulation only reaches 1.67r radians
2. The amplitude modulation is not constant. The minimum value is about 43%
of the maximum.
3. If we use only the 0 -7r range, the transmittance is too low to get good corre-
lation results and we lose bandwidth (104 grey levels).
As pointed out in certain papers [29,32,33], if we use elliptically polarized light it
will be possible to find a configuration with only phase modulation.
3.6. Operating curves with elliptically polarized light
If a linear polarizer plus a a/4 plate are used instead of a linear polarizer, elliptically
polarized light can be generated. In consequence, now the LCD is placed between
a couple of sytems made of a linear polarizer plus a quarter -wave plate, as shown
in Figure 13.
polarizer
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fast axis
X/4
fast axis
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_...
polarizer
Figure 13. Experimental setup for elliptically polarized light
In order to determine the right orientation of the elements to achieve only phase
modulation we have to find the parameters of the LCD, such as the molecular
directors (Lin and Lout) and the twist angle (a). Following the procedure explained
in [34] and taking into account the corrections suggested in [35], we have obtained
for the red panel Lin = 1 °, Lout = -76° and a = -77 °. The orientations are
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indicated in degrees relative to laboratory vertical, taking the clockwise direction
as positive.
First, the fast axis of the quarter -wave plates must be orientated parallel to the
corresponding molecular directors at each side of the panel. Then, we have to rotate
the linear polarizers to get the best phase -mostly configuration. Following [33], the
first one has to be alligned at an angle O relatively to the molecular director at the
input side of the LCD, while the second one has to be orientated at -0 relatively to
the output molecular director. The value obtained for our LCD is O = 35 °, giving
the operating curve shown in Figure 14.
Figure 14. 0 -7r modulation operating curve of the LCD
This configuration allows the use of the 256 grey levels available with a phase -only
modulation and a constant transmittance. Although this operational mode only
reaches 7r radians, we show in the next section a way to overcome this drawback for
correlation purposes.
4. IMPLEMENTATION OF PHASE -ONLY FILTERS USING
[0 - ir] MODULATION
We have noticed that our devices can operate in a phase -only modulation confi-
guration in the range [0 - 7r] with constant amplitude and using all the dynamic
range of the image. In such conditions we will show that it is possible to achieve
the same correlations than the ones obtained with an ordinary POF. Let f (x, y)
be the reference to detect, and let F(u, v) = IF (u, v) I exp( -0(u, v)) be its Fourier
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transform, the POF is defined as:
FPOF(u,v) = (F((u,v)I -exP(-2ck(u,v)) (14)
We introduce the 7r phase -only filter (ir -POF) as:
F, _poF(u,v) = exP(-- i10(u,v)j) = cos(10(u,v)j) - isin(J46(u,v)1) =
= cos(4(u, v)) - il sin(0(u, v))I (15)
The function I sin(x)j, can be written as a Fourier series as follows:
`sin(x)i _ - -
L
. cos(2x) + 5 cos(4x) + 3
5
cos(6x) + ...
J
(16)
therefore the phase codified in the filter can be written as:
exp(- iig(u, v) l) = cos(0(u, v)) - 2i 4i cos(2q5(u, v)) + 4i cos(4¢(u, v)) + .. .
7r 37r 157r
(17)
In order to avoid the difraction of all the terms superimposed on the zero order, a
linear phase shift is introduced in the expression of the filter:
exp(-i10(u, y) + 27raul) = cos(0(u, y) + 27rau) -
r2
+
+ 3 cos(20(u, y) + 27r(2a)u) + 15 cos(4¢(u, y) + 27r(4a)u) + . . . (18)
Analyzing the aforementioned equation, we can get the information about the filter
reconstruction. Using the it -POF, we have an on -axis constant term and simetrically
arranged from it, at a distance x = ±a, there are the phase -only reconstructions of
the reference. These images have their phases conjugated. There are also higher
order harmonics with a decreasing energy at the points x = ±2a, ±4a, ±6a .. .
Therefore, it is expected to find the correlation and convolution between the scene
and the ordinary POF (exp(i0(u, y))) situated simetrically from the on -axis recons-
truction of the scene.
Figure 15. Reference and reconstruction of the it -POF adapted to it
To demonstrate experimentally the latter analysis, in Figure 15 we show the re-
ference and the experimental reconstruction of the 7r -POF adapted to it. The
centered constant term can be clearly seen and the two phase terms, that will
produce the correlation and convolution between the target and the scene, appear
equally separated from the center. Second order harmonics are observable at a
double distance.
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5. OPTICAL RESULTS
In this section we demonstrate the use of the optical correlator we have built with the
two LCDs at the input and the Fourier planes. On the righthand side of Figures
16, 17 and 18, we show the relevant area of the three satellite scene used in the
experiments.
Figure 16. Correlation between the scene and the largest satellite
Figure 17. Correlation between the scene and the medium satellite
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Figure 18. Correlation between the scene and the smallest satellite
This image, adapted to the VGA resolution by adding zero values, is displayed as
the scene on the first LCD working with a high contrast (HC) operating curve.
The second panel is in the [0 - 7r] phase -only modulation configuration in order to
display the filter. The it -POF of the target has been computed taking into account
the phase introduced in the scene by the HC configuration of the first LCD. Figures
16, 17 and 18 show the optical correlation between the scene and the three different
satellites used as the reference to be detected, respectively. The experimental results
show a good performance of the procedure developed.
6. CONCLUSIONS
We have implemented a converging VanderLugt correlator that makes use of two
VGA LCDs to display the images. These panels have been detached from their origi-
nal mounts and subsequently characterized following an interferometric procedure
which includes the amplitude and phase response measurement. The characteri-
zation method has been use with the aim of achieving suitable operating curves
which depend on both the electronical and optical work conditions. We have pre-
sented a high contrast operating curve and a selection between two phase -mostly
configurations, by using linearly and elliptically polarized light, respectively. We
have proposed a modification of the ordinary POF, by taking the absolute value of
the phase in order to be displayed on panels with partial phase -only modulation.
Experimental results have shown the good performance of the method.
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